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The College of American Pathologists recommends that the result of this interlaboratory comparison not be used as a sole criterion for judging the performance of any individual clinical laboratory.

0001 00737

Page 1 of 3



COLLEGE of AMERICAN

PATHOLOGISTS

325 Waukegan Road, Northfield, Illinois 60093-2750
800-323-4040 « cap.org

CAP Number: 7234136-01

Institution: LKF Laboratorium fur Klinische Forschung GmbH
Attentior: Volker El-Samalouti PhD

City / State: -Schwentinental GE 24223

Kit# 1

Kit ID: 36427276
Kit Mailed: 9/ 18/2023
Original E valuation: 11/1/2023

EVALUATION
ORIGINAL Y-B 2023 Sex Hormmones
Test E valuation and Comparative M ethod Statistics Plot of the Relative Distance of Your Results from
Ul:ue‘t:r o(f; mme Your No. of Limits of Acceptability  your Target as Percentages of allowed Deviation
Specimen Result Mean S.D. Labs S.D.I Lower Upper Grade Survey Mean +100
DHEA Sulfate Y-04 1670  177.42 11.50 48 -0.9 142.9 2120 Acceptable
ug/dL Y-05 7370 75545 3457 47 05 6517 8592 Acceptable | YB2% :
ROCHE €600 SER/E 170 Y-06 633.0 63896 2786 48  -02 555.3 7226 Acceptable Y-B 2022 T i s e
-100 -80 -60 -40 -20 0 20 40 60 80 100
E stradiol Y-04 244 2313 84 164 +15 206 257  Acceptable
pg/mL Y-05 826 7867 229 163 +17 717 856 Acceptable | YB22 . :?w—w—u x
ROCHE e600 SER/E 170 Y-06 1914 1734.3 562 161 +32 1565 1903 Unacceptable Y-B 2022 T —
-100 -80 -60 -40 -20 0 20 40 60 80 100
x: Result is outside the acceptable limits
FSH Y-04 10.5 10.88 039 193 -10 9.6 121 Acceptable
mlU/mL (U/L) Y-05 403 4123 154 192 -06 36,5 459  Acceptable b ]
ROCHE e600 SER/E 170 Y-06 58.7 60.01 223 192 -06 53.3 60.7  Acceptable Y-B 2022 G
-100 -80 -60 -40 -20 0 20 40 60 80 100
Growth Hormone Y-04 9.1 9.05 0.35 14 +0.1 8.0 10.1  Acceptable
ng/mL (ug/L) Y-05 193 1938 060 14 -01 173 212 Acceptable Ly D
IDS i10, iSYS Y-06 17.1 17.01 062 14 +02 15.1 189  Acceptable Y-B 2022
-100 -80 -60 -40 -20 0 20 40 60 80 100
IGF-1 Y-04 49.0 4757 2.55 20 +006 399 553  Acceptable
ng/mlL Y-05 730 7034 357 20 +07 59.6 81.1 Acceptable g [
IDS i10, i8YS Y-06 91.0 87.37 4.48 20 +08 739 1009  Acceptable Y-B 2022

-100 -80 -60 -40 -20 O

20 40 60 80 100

The College of American Pathologists recommends that the result of this interlaboratory comparison not be used as a sole criterion for judging the performance of any individual clinical laboratory.
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ebrves CAP Number: 7234136-01 Kit# 1 Kit ID: 36427276
253 COLLEGE of AMERICAN ) | e
seiee’is PATHOLOGISTS Institution: LKF Laboratorium fur Klinische Forschung GmbH Kit Mailed: 9/18/2023
s@e0s B o ~1 & . 5 .
2 325 Waukegan Road, Northfield, Illinois 60093-2750 Attention: Volker El-Samalouti PhD Original E valuation: 11/1/2023
800-323-4040 + cap.org City / State: Schwentinental GE 24223
EVALUATION
Y-B 2023 Sex Hommones
ORIGINAL
Test E valuation and Comparative M ethod Statistics Plot of the Relative Distance of Your Results from
Unit of M < 1; Deviati
I:neer Gmea:m Vinae No. of Limits of Acceptability T Target as Percentages of allowed Deviation
Specimen Result Mean S.D. Labs S.D.I Lower Upper Grade Survey -100- Mean- +100
Luteinizing Hormone Y-04 157 16.23 060 192 -09 14.4 18.1  Acceptable
mIU/mlL (U/L) Y-05 646 6670 240 190 09 59.4 740 Acceptable | Y R2% i %
ROCHE e600 SER/E 170 Y-06 73.4 75.36 247 189  -0.8 679 82.8 Acceptable Y-B 2022 T e !
-100 -80 -60 -40 -20 0 20 40 60 80 100
Progesterone Y-04 5.0 5.89 026 152  -11 5.0 6.7 Acceptable
ng/mL Y-05 214 2258 082 150 -14 20.1 251 Acceptable | YB3
ROCHE e600 SER/E 170 Y-06 271 27.32 1119 150 -0.2 23.7 309 Acceptable Y-B 2022
-100 -80 -
Prolactin Y-04 24.6 2225 089 180 +26 195 25.0 Acceptable
ng/mL (ug/L) Y-05 549 5068 251 188 +17 43.1 583 Acceptable | YB02
ROCHE e600 SER/E 170 Y-06 120.1 114.19 426 188 +14 101.4 127.0  Acceptable Y-B 2022
-100 -80 -60 -40 -20 0 20 40 60 80 100
T estosterone Y-04 1050  102.28 5100 178 +05 86.9 117.6  Acceptable
ng/dL Y-05 8440 83656 2955 179 +03 7479 9253 Acceptable | PO - =
ROCHE e600 SER/E 170 Y-06 5980  584.25 2147 181 +06 519.8 648.7 Acceptable Y-B 2022 .
-100 -80 -60 -40 -20 0 20 40 60 80 100
SHBG nmol/L Y-04 2920 28983 0.883 56 +0.2 206.33 31.64 Acceptable
nmol/L Y-05 3290 32116 1.074 57 +07 28.89 35.34 Acceptable e =
ROCHE €000 SER/E 170 Y-06 86.40  89.832 3.652 57 09 7887  100.79 Acceptable Y-B 2022

-100 -80 -60 -40 -20 0 20 40 60 80 100

The College of American Pathologists recommends that the result of this interlaboratory comparison not be used as a sole criterion for judging the performance of any individual clinical laboratory.
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